Introduction
The relative enthalpies of the oxides BeO [1] 1 and AhO:) [2] have been measured from 273 to 1173 oK in this laboratory. Similar measurements on the beryllium aluminate BeO · Ah03, reported below, have recently been completed as part of a c urrent program at the National Bureau of Standards to provide accurate thermodynamic data on the " light" elements and their compounds. Meas urements on another beryllium aluminate, BeO· 3Ab03, are reported in another paper [2a] . No other measurements of the enthalpy or heat c apacity of these "mixed" oxides were found in the literature except recent heat capacity measurements on BeO· Ab03 and BeO · 3Ah03 from 16 to 380 O K by adiabatic calorimetry at the NBS [3 , 3a] . The thermodynamic properties of these mixed oxides are of practical interest in high temperature applications such as ceramic technology, the combustion of mixed-metal systems and the interpretation of data dealing with their chemical equilibrium with water vapor [4] .
The phase diagram of the BeO . Ab03 system has been investigated by a number of workers [5, 6] . Several crystalline phases have been observed in addition to BeO and Ah03 (figures in parentheses are reported melting points): 3BeO· Ah03 (2253 OK), BeO . Ah03 (2143° ± 10 OK), and BeO . 3Ah03 (2183° ± 10 OK). Only the last two of these melt congruently. 
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Of the three mixed oxides, only BeO . Ah03 has bee n found in nature, where it occurs contaminated with small amounts of other metal oxides as the mineral chrysoberyl. This is also appare ntly the only one of the three mixed oxides whose crystal structure has been investigated [7, 8] . X-ray diffraction studies have shown that the oxyge n atoms in BeO· Alz03 form an approximately hexagonal·close-packed struc· ture , in some interstices of which the metal atoms are located .
Experimental Procedures
2.1. Sample The high-temperature enthalpy measurements on Be O . Ab03 r eported here involve two specimens taken from the material which had been used for the low-temperature heat-capacity measurements by Furukawa and Saba [3] . The sample of which these specimens were representative parts had been pre· pared particularly for this work by Semi-Elements, Inc., of Saxonburg, Pa., by arc fusion of a stoichio· metric mixture of high-purity powdered BeO and Ab03. The preparative procedure involved the formation of a melted mass within a relatively large charge of the mixture. Thus, the unmelted powder served as a container for the melted sample and helped to prevent contamination. The fused sample was slowly cooled to room temperature, and any unfused material adher· ing to the outer surface was chippe d off. Then the sample was crushed and sieved , retaining only particles between 0.3 and 2.0 mm in size. Some of the particles appeared gray, presumably from traces of graphite from the electrodes used in the arc-fusion proces:s.
The sample was further characterized at the NBS by petrographic and x-ray examinations and by spectrochemical and quantitative chemical analyses described below.
The pe trographic examination was performed in the Crystallography Section of the NBS. The size of the crystalline particles was found to be about 200 fL. It is thought that the original size was considerably greater than this prior to grinding the polycrystalline material for petrographic examination. The index oj refraction was in agreement with that previously reported [9] . The crystals were clear but showed some growth defects and a small volume of what appeared to be voids. No impurity phases of BeO or Ah03 crystals were found.
The (room temperature) x-ray diffraction pattern, produced and interpreted in the Crystal Chemistry Section of the NBS, showed several strong lines characteristic of the BeO . Ab03 crystal, but no lines attributable to separate crystalline phases of BeO, Ah03 or any of the other "mixed" oxides expected. A small amount of an impurity phase was observed, but neither its identity nor amount could be established by this technique.
Qualitative spectrochemical examination in the Spectrochemical Analysis Section of the NBS involved looking for the chemical elements detectable by this technique. Table 1 shows the estimated percentage limits of those elements detected. Two specimens of the sample were chemically analyzed for aluminum and beryllium in the Analysis and Purification Section of the NBS. One specimen was selected to be free of the gray coloration referred to above. The other specimen, chosen randomly, represented the bulk of the sample and contained many gray particles . . The specimens were first dissolved in concentrated hydrochloric acid in a sealed ampoule by heating for 24 hr at 250 to 300°C inside a 90 pressurized bomb. A known mixture of BeO and Ab03 was treated in the same manner as a control on the analysis. After buffering with acetate to a pH between 4.2 and 4.5, the aluminum was precipitated as the 8-hvdroxyquinolate, AI(C9H60Nh, ignited to Ah03, and weighed. At a pH between 8 and 9, the beryllium was precipitated as Be(OHh, ignited to BeO and weighed. The results of ' these analyses, summarized in table 2, show the sample to be highly pure. The amount of graphite impurity was considered insignificant, and no corrections were applied for impurities or deviation from the theoretical stoichiometry in processing the thermal data.
Calorimetric Apparatus and Procedure
The high-temperature enthalpy measurements were made by the "drop" method using a Bunsen ice calorimeter. The method, which has been described in detail in a previous publication [2] , is as follows: The sample, enclosed in a silver container, is suspended inside a thick-walled silver pipe in a resistance furnace until it attains the constant furnace temperature. It is then dropped, with nearly free fall, into the ice calorimeter, which measures the heat given up by sample plus container in cooling to 0 °C. In order to account for the enthalpy of the container and the small but appreciable heat lost during the drop, similar measurements are made with an identical empty container over the same range of furnace temperatures. In the present case, the enthalpy data for the empty silver container were fit with an equation by the method of least squares. The empirical equation was then used to determine the container enthalpy at appropriate furnace temperatures.
See table 3. The sample containers, fabricated from 99.9% pure silver tubing of 0.015 in wall thickness, were loaded and tightly capped in an atmosphere of air in a drybox. They were weighed directly upon removal and sealed by flame welding immediately thereafter. Measurements were made on two specimens of BeO· Ah03 sealed individually in identical silver containers. One of these containers was opened after some measurements had been completed at each temperature and a small amount of specimen removed for petrographic examination. The remainder was resealed, as described above, in another silver container.
At 500°C and below, furnace temperatures were measured with a platinum resistance thermometer and a Pt-PtIO percent Rh thermocouple, both inserted into long holes in the wall of the silver pipe [2] . Both were calibrated by the Temperature Physics Section of the National Bureau of Standards. From o to 500°C the furnace temperature was taken as that temperature indicated by the resistance thermometer. The small differences between the temperatures indicated by the resistance thermometer and the thermocouple were extrapolated to correct the thermocouple calibration above 500 0c. 
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with each other within 0.2 °e above 500°C. The resistance thermometer ice-point resistance was measured frequently and did not change.
As a c heck on the accuracy of the calorimeter before the present series of runs, the relative e nthalpy of a standard sample of a-aluminum oxide sealed in a silver capsule was measured at 100, 500, and 900 °e. The enthalpy values so obtained agreed with previously published measurements on this same sample of aluminum oxide [2] to within 0.2 percent.
.3. Calorimetric Results
The results of the measurements are presented in table 4. The second and third columns are ob· served, unsmoothed heat values for the appropriate specimens with containers. Values in parentheses correspond to measurements on specimens opened and resealed as described in section 2.2. Duplicate measurements on the same specimen at the same temperature are recorded in the table in chronological order. This is not to imply, however, that all experiments at a given temperature were completed before proceeding to the next higher temperature. On the contrary, this was deliberately avoided in order to detect possible effects of temperature history 91 -16.
-15 .
+25.
+6.
-9.
d Values in this column are derived from two independent sets of meas ure ment s on specimen 1. All values from the second set are enclosed in parentheses. The specim en mass correspo nding to the first set was 5.9385 g. Some of this specimen wa s removed for analysis. The specimen mass corresponding to the second set wa s 5.9090 g.
e Mass of specimen 2 = 6.1583 g.
on the sample. It was concluded that the sample remained unaffected by furnace temperature cycling in the range 0 to 1173 oK. The fourth and fifth columns give net enthalpy values for the specimens cor· responding to the gross measured heat values of the second and third columns respectively. These values were obtained by subtracting the appropriate smoothed heat value for the empty containe,r (table 3) from the gross measured specimen·and·container heat and expressi ng the result in terms of 1 mole of specimen (see footnotes to table 4 for actual specimen mass es used). The sixth column gives the mean at each temperature of all observations on all specimens.
Treatment of the Data

Smoothing by Empirical Equation
The mean observed heat values (table 4, sixth column) we re fitted by the method ofleast squares with an empirical equation, weighting all values equally. Some of the measurements obtained by low-temperature adiabatic calorimetry in the range 273 to 373 OK [3] were also included in the fitting process in order to obtain thermodynamic functions merging as smoothly as possible with those derived from the low-tempera- where Tm is the mean temperature of the interval 6.T and ZTm is the heat capacity at T m, corrected for curvature. 6.H is the measured enthalpy increment corre21n des ignates natural logarit hm . 
Smooth Joining With Results of Low-Temperature Adiabatic Calorimetry
In order to obtain tables of thermodynamic functions merging smoothly with' those derivable from the results of low-temperature adiabatic calorimetry [3] , some compromise of both the low-and high-temperature heat capacity data was necessary. Since adiabatic calorimetry is believed to yield more accurate heat capacity data near room temperature (where the two sets of data were merged), more weight was given to it. Merging was accomplished by plotting the smoothed low-and high-temperature heat capacities and graphically smooth-joining them. The deviations of the smoothed low-and high-temperature heat capacities from the merged vaiues chosen to represent the overlap range are shown in figure 2 .
One measure of the extent to which the data have been compromised is a comparison of the enthalpy increment (H373.15°K -H273.15'K) determined by integrating the smoothed low-temperature heat capacity data in this range with the same quantity measured directly by drop calorimetry. The integrated value obtained from the low-temperature data [3] is 2685.4 cal/mol whereas the smoothed value obtained from the high-temperature measurements (eq 1 or table 4) is 2681.2 cal/mol. The value given by table 5, derived from the merged heat capacity, is 2685.7 cal/mol, reflecting the greater weight given the low-temperature data in the merging.
Extrapolation to Higher Temperatures
The he at capacity function derived from eq (1) was extrapolated by a straight line chosen to have a slope and value equal to those of this function at 1100 oK. 
Thermodynamic Functions
The s mooth heat-capacity function described in section 3.2 was use d as the basis for calculating the tables of the rmodynamic functions (table 5 and Differentiation and integration were performed using c ubic interpolation polynomials. The following equations were de rived to represent the appropriate quantities of table 5 in the indi cated te mperature ranges with a n error not exceeding 0.01 percent. T oK = t °C + 273. 15° 
Hr-HZ=
T CO (H;-H;) (H;-H;)/T S; -S~ -(C;-H;) -(C;-H;)/
S. Precision and Accuracy
S.l. Precision
Random meas uring errors, such as errors in temperature or mass measurement or in deviation of the . sample container from the indicated furnace temperature contribute to imprecision of the data. Also, the data'-s moothing procedures used introduce additional unce rtainty into the final tabulated enthalpy values (table 5) . The mean unsmoothed net enthalpy of the sample (given on a molal basis in column 6, table 4) can be shown to have a standard deviation of 0.34 cal (average) for the actual sample mass involved, ~nd this corresponds to about 7 cal mol-I. The smoothIng procedure leading to eq (1) introduces .an. additional uncertainty res ulting in a standard devIatIOn for the smoothed values of 21 cal mol -I. This represents from 0.7 percent to 0.06 percent of the measured enthalpy values for BeO . AbOa.
S.2. Accuracy
It is felt that the most significant systematic error was introduced in temperature measurement. Other sources considered less significant are the sample mass , the sample impurity, the calorimeter calibrat~on factor, and differences between the heat losses dunng the drops of the filled and empty containers. The platinum resistance thermometer used at 500°C and below and the Pt-PtIO percent Rh thermocouples relied on above 500°C were calibrated up to 1450 °C on the International Practical Temperature Scale immediately prior to the present measurements. The ice-point resistance of the resistance thermometer was checked freque ntly during the measurements and did not change. The resistance thermometer and thermocouples were compared in the furnace up to 500°C. Considering these various precautions, it is felt that the temperature error at temperatures measured with the platinum resistance thermometer was insignificant. Above 500 °C, the maximu~ err?r in the enthalpy measurements due to uncertaInty In the thermocouple calibrations should not exceed 0.05 percent and is probably a good deal less than .this as a result of the comparison in place with the resIstance thermometer and corresponding small adjustments in the thermocouple calibration.
Heat lost during the drop (significant time duration interval = approximately 0.1 sec) is a significant though small fraction of the total measured heat only at the highest temperatures. It is felt that the care used in choice of materials and design of the silver containers, and the steps take n to ensure constancy of the drop time, were adequate to eliminate the possibility of significant systematic differ.e nces between the. heat loss during the drop for the full and e mpty contamers. These containers all had the same dimensions, and the silver tubes used in their fabrication were all chosen from a single length of highly polished pure silver tubing. During the course of the. experiments, no indications of oxidation on the extenor surfaces were noted.
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Analyses of the sample, described in section 2.1, showed the samples to contain not only negligible amounts of impurities but also, within the errors of analysis, the stoichiometrically correct ratios of c?nstituent elements. It is believed that the assumptIOn of 100 percent purity for all specimens introduces negligible error into the he at measurements. 3 The total error due to uncertainty of sample mass and the accepted value of the calorimeter calibration factor probably does not exceed 0.02 percent.
BeO . Al20 a is stoichiometrically analogous to some mixed oxides with the spinel crystal structure and the general formula M'O . M~03 which have been found in recent years to show heat-capacity variations too large to be attributable to experimental error [11] . These variations have instead been assumed to be caused by disordering of metal atoms in the crystals. The question arises as to whether samples of BeO· Ab03 may not also exhibit similar disorder. This suspicion is enhanced when it is realized th?t even if all the beryllium atoms in BeO . AhOa are In tetrahedral interstitial sites (as is generally believed, from analogy to crystalline BeO), only 1/8 of these sites are occupied. . It will be recalled that all the thermodynamIc properties of BeO . Ab03 recorded in the present paper are based on calorimetric measurements on specimens from a single sample. After the original preparation of the sample by cooling from the melting point (sec. 2. 1), none of the specimens used was ever heated above 1173 oK Furthermore, even though the two specimens measured at high temperatures were repeatedly cycled over vari.?us te~peratu~e intervals in the range 273 to 1173 K, few If any Ifregularities in thermal values were found that do not fall within the limits of precision usually shown by this calorimetric apparatus. It is thus concluded that the results of the present paper represent to a high degree of accuracy the properties of the actual sample measured.
Nevertheless, no proof is available that this sample did not possess some fixed but arbitrary degree of "frozen-in" disorder, and for this reason the values of entropy and Gibbs free energy in table 5 and the Appendix have been expressed in terms of the excess over a residual entropy sg. Furthermore, the fact that the residual entropy must be zero or positive may be of little help in deciding whether the free-energy functions of the present paper, assuming zero residual entropy, are too high or too low for use in computations of equilibria involving BeO· Al20:1 [4] . The calorimetry and equilibrium samples may have had different residual entropies and some consequent differences in their heat capacity and related prope rties.
The high temperature thermodynamic functions (table 5) necessarily include any uncertainty in the values of H~73 and S~73 as derived from the low temperature data, which are believed to be in error by no more than 0.1 percent [3] .
:I For exampl e, a BeO . AlllO;j mol e ratio of 1.002 (see table 2), if negJec ted. would introduce int o any ent halpy inc re me nt measured an error not exceeding 0.02 perce nt.
Considering aU the above sources of error and the meas urements on aluminum oxide described in section 2.2 above, it is felt that the smoothed high temperature e nthalpy values derived from eq (1) can be considered to have an absolute accuracy which, because the systematic errors are negligible, can be expressed as a standard deviation, decreasing from 0.7 percent at 100°C to 0.3 percent at 900°C. The acc uracy (expressed as standard deviation) in the values of heat capacity calculated from this equation was estimated to be 0.7-1.0 percent over the same te mperature range.
